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THE MEASUREMENT OF ELECTROLYTIC 
CAPACITORS 


The measurement of electrolytic ca¬ 
pacitors requires specialized meas¬ 
uring instruments. High capacitance 
values, high dissipation factors, 
limited voltage ratings, and the 
need for dc bias are all factors, 
that influence the design of the 
capacitance bridge. Moreover, the 
residual impedances of the leads 
can be comparable with the imped¬ 
ances to be measured, and their 
effects must be eliminated if 
accurate measurements are to be 
made. 

This article discusses the measure¬ 
ment conditions and the design of 
a new capacitance bridge to satisfy 
them. 


Perhaps the largest capacitances that 
most of us have had to deal with were 
those in the problems given in circuit- 
theory textbooks* where all circuit 
elements were in ohms, henrys, or 
farads. While actual capacitors in the 
farad range didn’t seem very practical, 
we realized it was the principle involved 
that was important and not the magni¬ 
tudes. However, students these days 
may accept such grotesque circuit 
values without question and, in fact, 
may have seen capacitors of this value 
advertised or displayed at the recent 
IEEE Show demonstrating our new 
Type 1617 Capacitance Bridge (Figure 

•For instnnee, E. A. Ouillemin. Introduction to Circuit 
Theory, John Wiley and Sona. New York, 1953. 
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1). One-farad capacitors may not 
become very common for some time yet, 
but capacitors of 0.1 farad and up are 
being made by several manufacturers, 
and capacitors of over 0.01F (10,000 /^F) 
are not uncommon in low-voltage power 
supplies. 

To avoid large errors from the im¬ 
pedances of the connecting leads, one 
should measure these large capacitors 
on a four-terminal bridge. One farad has 
a reactance of only 1.3 milliohms at 
120 Hz, the standard test frequency, 
and the resistance of test leads may 
be many times larger. Even for capac¬ 
itance values well below 1000 /uF, two- 
terminal measurements of D may l)e 
subject to errors. J’or larger values, 
capacitance-measurement errors may 
be caused by lead inductances, even 
at fre(iuencies as low as 120 Hz. 


The new Type IGIT Capacitance 
Bridge is designed especially for meas¬ 
uring these large-valued capacitors, as 
well as other electrolytic types, most of 
which require the special measurement 
conditions prescribed by MIL or EI.\ 
specifications (see Table 1). The in¬ 
ternal test frequency of 120 Hz is the 
fundamental of the ripple signal that 
would be applied to filter capacitors 
used in full-wave power supplies. While 
this is far from the only application for 
electrolytic capacitors, 120 Hz has been 
the generally accepted measurement 
frequency for all except the nonpolar¬ 
ized types used for motor starting and 
other special 00-Hz applications. The 
Type 1017 can be u.sed with a suitable 
external generator* down to 40 Hz 
and up to 1 kHz over most of its 

•GR Type or Type 1310..\. 


TABLE I 


Summary of EIA and MIL Specifications on Testing Electrolytic Capacitors 


Specificalion 

and 

Cnp*icUor Type 

Frequency 

AC Lerel 

Acci 

c 

trary 

Lom 

DC Polarizing Voltage 

MIL C-396S C 
Tontolum Foil 
and Sintered 

Slug Copocitors 

120±5 Hi 

Less thon 30% 
of DCWV or 1 V, 
whichever is 
smoller 

2% 

k at P.f. 
2% 

C—Sufficient for no reversal of 
polarity. 

D—"Polarized Capacitance Bridge" 
Sum of oc and dc shall not exceed 
DCWV. 

MIL C—2665S-B 

Solid Tontolum 
Capacitors 

120±5 Hi 

Limited to IV, 
rms 

2% 

D, 10% 

C—Max bias 2.2 V. 

0—"Polarized Bridge", 2.2-V dc 
max. 

RS 228 

Tantalum Electrolytic 
Capacitors 

120 Hi 

Small enough not 
to change value 

±2Vi% 

0, J% 

Optional 

MIL C-62 B 

Polorized Aluminum 
Copocitors 

120±5 Hi 

Limited ta 30% 
of DCWV or 4 V, 
whichever is 
smaller 

2% 

0, 2% 

No bias required if ac voltage 
less than 1 V. However, If bias 
causes differences, measurements 
with bias shall govern. 

RS 154 B 

Dry Aluminum 
Electrolytic Copocifert 

120 Hi 

Small enough not 
to change value 

±2W% 

R or RC 

Optional, but if substantial differ* 
ence occurs, rated dc should be 
used. 

RS 205 

Electrolytic Copocifort 
for use in Electronic 
Instruments 

120 Hi 

Small enaugh not 
to change value 

±2'4% 

0 

Optional 
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range with no degradation in eapa- 
eitanrc-measurement accuracy. 

Test-Signal Level 

The ac signal level is particularly 
important for tantalum types, which 
tolerate only a very low reverse voltage. 
The generator level switch has three 
positions: 2 \\ O.o V, and 0.2 V, rms, 
maximum. This is the applied bridge 
voltage; the actual voltage applied to 
the unknown (‘apacitor is somewhat 
less. The 0.5-volt maximum signal level 
has become an informal industrj' stand¬ 
ard. The 2-volt level was included for 
increased sensitivity on the lowest 
capacitance range (0 pF — 1000 pF), 
and the 0.2-V position was added to 
allow a check to ensure that the level 
was “small enough not to change 
value/' in the words of some specifica¬ 
tions. 

DC Bias 

While dc bias is not specifically 
re(|uircd by the MIL and KIA stand¬ 
ards for capacitance measurt'ments (see 
Table 1), it is spc*cified for MIL dissipa¬ 
tion-factor measurt*ments of tantalum 
units. Also, the test conditions used by 
capacitor manufacturers, which vary 
considerably, usually incorporate dc 
bias. For tantalum capacitors, the bias 
specified is such that, when the ac signal 
is added, the sum will never go negative 
and will never exce<*d the rated voltage. 
A common practice is to use 1.5-volt dc 
bias with le.ss than 0.5-volt ac signal. 
However, several manufacturers re¬ 
quire that almast the full dc rated 
voltage be applied. To cope with such 
a large variation in the dc-bias reipiire- 
ments, the bridge includes an adjustable 
internal supply, with six ranges up to 
(iOO volts. This covers the ratings of 


almost all electrolytic capacitors as 
well as those of most oth<T types. 
Fxternal bias up to 8(M) volts may be 
applied. 

The appliiMi bijis voltage Is indicated 
on the panel meter, which also ser\*es 
as the null indicator and as a leakage- 
current ammeter with full-scale ranges 
from (U) fji\ to 20 mA. The ultimate 
resolution of about 0.5 is adequate 
for most aluminum capacitors and 
sfime tantalum types. For others an 
external microammeter can be used. 

Safety Features 

Mea.surements on biased capacitors 
may be inherently dangerous, because 
lethal energy can frequently be stored 
in the capacitor lieing mi'asured. More¬ 
over, in order to get good ac sen-sitivity, 
a large bypa.ss capacitor is rerpiired in 
the internal dc supply, which may also 
store dangerous energy in the instru¬ 
ment it.^^elf. The user and the instru¬ 
ment are protected by several features, 
including two warning lights and dis¬ 
charge circuitry. If bias is not require<I, 
three switches must all be improperly 
set in order to get a dangerous voltage. 

0 Range 

Xot only th(‘ wide capacitance range 
(1 pF to 1.1 F) but also a wide dissipa¬ 
tion-factor range is needed to measure 
large electrolytic capacitors, whose D 
value is often well over I (100%) at 
120 Hz. The I) range of the Typk 
1017, which extends up to 10, would 
Ik‘ awkward to u.'sc al)ove unity were 
it not for the incliLMon of the 
Ortiiom I.I.* balancing mechanism, 
whie h is al.so a feature of our popular 
Tvpk ir».V) Impedance Bridge.’ This 

*11. P. Hall. "Orthonull — A Merhanirnl Drvjce to 
Iinpruve Brid|ii*>HaUinrr Convorgency," <hneral Hadio 
EjprrimenlfT, .\prtl, lu:^. 
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Figure 2. VeItmefer•am¬ 
meter meoturement ef o 
four-terminal retitter, 9,, 
The terminol retittoncet 
n and r 4 hove no effect, 
T nor do rj ond fj if the 
voltmeter impedance it 
infinite. 


non reciprocal ganging mechanism con- 
v€‘rtii interacting bridge adjustmenU 
into independent ones so that the real 
and imaginary part« of the impedance 
can lie balanced without a time-con¬ 
suming sequence of adjustments and 
readjustments. 

Brief Theory of Four-Terminal 
Measurements 

Ver>' low impedances must tie meas¬ 
ured by a four-terminal methoil when a 
high degree of accuracy is to lie n*al- 
ized. This is the only way in which 
errors cau.sed by the impedance of the 
connecting leads, terminals, and con¬ 
tacts (which may lie much larger than 
the unknown imp<‘dance being meas¬ 
ured) can lx‘ avoided. The simplest 
four-terminal measurt‘ment circuit is 
the voltmeter-ammeter method shown 
in Figure* 2. This is a frarw/fr-impedance 
measurement, liecaiisc the impedance, 
Zx. is the ratio of output voltage to 
input current, Zjt. From an ins|Kx*tion 
of this circuit, it is obvious why two 
terminals of a four-terminal standard 
are called the “current” terminals and 
two called the “potential” terminals. 
Although these terminal pairs are 
theoretically interchangeable b<*cause 
^51 = for a lim‘ar, passive, bilateral 
network, the current ratings of the two 
pairs of terminals may lie (piite diflfer-* 
ent, as may other pnictical asjx'cts 



of the design. Note that the unknown. 

is defined as the resistance between 
the junction of the upp<*r two leads 
(point A) and the junction of the lower 
two leads (point H). The location of 
these junctions should be permanent in 
a low-impedance standard, independent 
of the position of connecting leads, and, 
therefore, such a standard must have 
four separate terminals. 

More accurate impedance measure¬ 
ments can be made with a bridge, Figure 
3, to avoid meter calibration errors. 
However, here the rt»si<luul re.sistances, 
r» and r 4 , appt*ar in other bridge arms, 
where they can cause errors unless the 
n^sistances of the.^t* arms are high 
enough to make the residuals negligible 
by comparison. Note that n and rj are 
in series with the source and detector 
and thus cause no error. 

For precision measurements on low¬ 
valued resistors for example, the Kelvin 
double bridge is used (Figure 4). As 
shown, the unknown is compared with 
another four-terminal resistor, /i’^. If 
and Hg are sufficiently large, the 
main source of error is the branch 
containing r 4 and n and results from 
the voltage drop. A’,, which nuiy be 
appreciable l)ecause fi and are in 
series with low-im|H*dance Rx and fig. 


f. 



Figuro 3. A WheoHtono bridgo meosuring o 
four-torminol rosittor. ff,, with its rotiduol termi¬ 
nal impedoncet shown in odjocent circuit 
bronchos. 
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Xote th;it the unknown, 
a.s the n^sistance between 
of the upper two leads 
1 the junction of the lower 
oint B). The location of 
IS should Ik* permanent in 
Qce standard, independent 
I of connecting leads, and, 
•h a standard must have 
terminals. 

raB* impedance measure- 
Dfiade with a bridge, Figure 
meter calibration errors, 
e the residual resistances, 
>ear in other bridge arms, 
in cause errors unless the 
f the.se arms are high 
ke the residuals negligible 
n. Note that ri an<l rj are 
I the source and detector 
se no error. 

on measurements on low- 
irs fore.xample, the Kelvin 
B is used (Figure 4). As 
nkntiwn is compared with 
-terminal resistor, 
are sufficiently large, the 
of error is the branch 
and r» and results from 
drop, A’jr, which may l)e 
Decaus<» r 4 and r# are in 
nv-impedan(*e Ry Jiiid Rg* 



*heotttone bridge meaturing a 
istor, Kg, with its residual lermi- 
I shown in adjocent circuit 
bronches. 


I 

I 





Figure 4. A Kelvin double bridge comparing 
two four-terminal resistors. The second set of 
ratio arms, Ita divide the error voltage, 

By, proportionately. 




The Kelvin bridge uses auxiliary arms, 
Ra and 7^6, to divide this error voltage 
proportionately between the two halves 
of the bridge so that its effect is bal¬ 
anced and cancelled. 

The excellence uith which this second 
set of ratio arms {Ra and Ri,) balance.s 
out the error voltage depends on the 


difference lietween their ratio, 


Rj 

77^ 


and that of the main arms, 


f{« 


The 


balance expression is: 


V" + 




Rbjri -f- rs) 
7?o “f 7^6 H- r4 + 


r6\77^ R,) 


As an e.xample, if the unknowm and 
standard resistances and the stray 
resistance, Va plus n, an* all equal, and 
if Ra/Rb differ by 1%, the 

error will be precision Kelvin 

bridges, the adjustable arms, R^ and 
77o, track to much closer tolerance 
than this. 

.\n obvious way to make a capaci- 
tfince bridge* that will measure very 
high capacitances is to adapt the Kelvin 


bridge principle* to a conventional 
capacitance bridge, as .shown in I’igure 
o. Any ac bridge for measuring complex 
impedances must have two adjustments 
(here C and D ); to keep the ratio 
of the .secondary arms ef|ual to that of 
the main arms, two pairs of tracking 
adjustments are therefore necessary. 

What kind of lead errors would we 
get with such a bridge? A farad has a 
reactance of 1.3 milliohms at 120 Hz, 
and the resistance of the connecting 
leads could easily be 20 milliohms (two 
feet of §20 wire). If we assume that 
77^ = 10 milliohms* and that 77v 

and 77n can track to 1%, the resulting 
capacitance error is 2%. The error 
would be of this magnitude over most 
of the top range (if Dx = 0). This 
design might be acceptable but is 
somewhat marginal. 

A New Circuit for AC Four-Terminal 
Measurements 

Another way to compensate for the 
error voltage, 7:*„ in Figure 5, is to 
introduce, by some means, an ecpial 
voltage in the correspond big place in 

• This is thr vnlue of the ratio arm on the top riuiffe of 
theTvrfc l(U7. It miutt bo very siiuill to obtain rnuutudily 
good nensitivity. 





Figure 5. A four-terminol capacitance bridge 
using the Kelvin double bridge principle. For oc 
measurements on a complex impedance, two 
ganged adjustments are necessary. 
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Figure 6. The bosic circuit of the 1617, where o 
voitoge equol (almost) to the error voltage, Ey, 
Is placed in the opposite side of the bridge by a 
tightly coupled tronsformer. 


the opposite side of the bridge. If this 
is done, no error n^sults, l^ecause this 
extraneous voltage can fx* considenKl to 
be effectively in series with the genera¬ 
tor and, thus, will change only the 
level of the voltage applied to the 
bridge. 

An ideal transformer of 1:1 ratio 
would do this job perfectly if the A'y 
and Cg arms were of intinitely high 
impedance; it is surprising how well a 
small, practical transformer with prac¬ 
tical values for and Cg will actually 
do the job. For the circuit of Figure 
6, the balance equation is: 


S'-[ 


I + 


Tp -f r, -h r» 


(r 4 4- r») f p ^ (r* + r*) r* 


R,M 




(U 4- rt) (r» -f Tp) _ 

( (rj 4- rQ (rt 4- rQ _ 

\ R^u>M 

(U -f rO u) ip u (fp 4- 0 \1 

/J 

where r„ Tp, fp, Rm and are 
defined by the transformer equivalent 
circuit of F'igure 7. 


With a little insight it Is easy to 
identify the physicjil cause of the error 
terms, most of which are proportional 
to 74 and r*, which started all the 
trouble. By choice of circuit elements, 
the.se error terms can be made quite 
small, even when the lead resistances 
are quite large and R^ is rather small 
(as it must be for sensitivity con¬ 
siderations). The transformer in the 
Type 1017 uses Mumetal laminations 
to get a large mutual inductance and a 
bifilar winding that makes the leakage- 
inductance terms negligible. (Actually, 

the measured ratio is < 3 X 10“*, 

which may seem unbelievable but 
which is actually not at all difficult to 
achieve in bifilar transformers.) The 
winding resistance and the other lead 
resistance, re, appear in the terms 
that cause the largest errors. 

How well does this s(;heme work? For 
the circuit values used in the previous 
e.xample (/f^ = 10 mil, re 4- re = 7®= 20 
mil, Cx = 1 F), the error is approxi¬ 
mately 0.1% (if I) is small). The 
specifications allow less than 1% addi¬ 
tional error in C or 0.01 in D for resist¬ 
ances of 0.1 ohm in any or all leads on 
the highest range or 1 ohm in any or all 
leads on the lower ranges. These values 
permit the use of connecting leads of 
considerable length, so that large ca- 

* .\ctually, a caporitor U plaerd acrou the transformer to 
resonate the mutual inductance, thu* reducing the error 
terms containing M, 

t f - f. - 



Figure 7. 

Equivolent circuit of the tronsformer. 
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Figure 8. When the **current** and 
**potentiar* ieodt form concentric loops 
(8o), the resulting mutual inductance 
(8b) affects the value of the capacitance 
measured. 


pacitors can be measured while re¬ 
motely located. 

A somewhat similar problem with a 
very similar solution has been reported 
by Foord, Langlands and Binnie.* 
Therefore, we cannot claim the prin¬ 
ciple as new, but we can say that we 
haven’t seen a circuit exactly like ours 
before. 

An Interesting Error—And Its Cure 

While four-terminal measurements 
remove the error caused by reasonable 
amounts of resistance and self-in¬ 
ductance in the connecting leads, mu¬ 
tual inductance between the “current” 
leads and the “potential” leads can 
cause appreciable error when the ca¬ 
pacitance being measured approaches 
a farad. If concentric loops are formed 
by one-foot leads, as shown in Figure 8, 

•T. R. Foord. R. C. Lanclands and J. Binnic. "Trans¬ 
former-Ratio Bridge Netw-ork with Precise Com¬ 

pensation," Procefding$ of tk* I EE (Rng), Vol 110, 
p 86, September 1963. 


the mutual inductance can be as much 
as 0.3 mH, which causes a 15% error, 
in a measurement of one farad at 
120 IIz. This is a .series-resonance effect, 
and it increases the measured value of 
capacitance, although the mutual in¬ 
ductance may be negative if one loop is 
reversed with respect to the other. 

The cure is simple; just twist together 
either the current leads or the potential 
leads to reduce the mutual inductance. 
This removes the error almost entirely, 
leaving only the mutual coupling of the 
bridge terminals, which is almost com¬ 
pletely negligible, even for measure¬ 
ments of one farad. 

Three-Terminal Measurements, Too 

At the low end of the capacitance 
range there is the dual situation of 
errors due to shunt, rather than series, 
impedances. These stray impedances 
are usually the capacitances of shields 
that are used to avoid placing lead 
capacitance directly across the un- 


Figure 9. Superposed diagrams 
of the measurement of a four- 
terminal impedance, black, and a 
three-terminal impedance, red, 
showing duality. Note thot only 
three circuit branches could define 
the three-terminal impedance, be¬ 
cause two are redundant as shown. 
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Figur* 10. M«osur«- 
menf of o capacitor, 
Cg, with o fthialdad 
lead ond the retwiting 
stroy copocitoncet. The 
shield prevents stray 
capacitance directly 
across the unknown. 


known (riKurc 10). With a shield addt'tJ, 
then' are capaeitanees from l>oth termi¬ 
nals of the unknown to the shield, 
forming a tlirt'c-terminal network (Fig¬ 
ure II). Many standard capacitors of 
low capacitance value are constructed 
as three-terminal devices to avoid lead 
errors*. To eliminate the elTeet of stray 
capacitances, various types of guard 
have l>een used in capacitance bridges. 

In the Tyi*e 1017, the standanl 
capacitor Is large enough (O.o /iF) to 
allow considerable shunt capacitance 
without appreciable error, so that 
point A could have been used for a 
guard. In this case would shunt 
the detector (no error), and Cg would 
shunt the standard. However, this 
point and Ixith the unknown and the 
standard capacitors get full bias, and 
we do not encourage our customers to 
put (MK) volts on the shields of their 
connections. Therefore, an Isolating, 3- 
stage. unity-gain amplifier is u.seil, which 
blocks the dc and still gives the neces¬ 
sary guard signal to reduce the effect 

•John K. 111^1111 *'.\ ri«*»p l.ook (‘onnertion Errors in 
C Mr^urptneou," Ornrrat Radio Bxptri- 


Figur* 11. A thraa- 
fermlnal capacifar, C,, 
with its **slray** capa- 
cifancet. and Ca> 


Cy 



OUARO 



Figure 12. The guard arrangement used in the 
1617, Na valtage appears acrass at null 
(ideally), and Ca |M»t leads the amplifier. 


of A (by a factor of about 10(X)) and 
to give a low output impedance that 
can tolerate a considerable load (ru). 

Would You Believe 5 Terminals? 

The Type I(3I7-A Capacitance Bridge 
has five terminahi and is one of the 
world’s few five-terminal bridges. One 
cannot help wondering if there is a ^ 
measurement situation whert' all five 
terminal.s would Ix' useful simulta¬ 
neously. Suppose, for example, that one 
wanted to measure a one-microfarad 
capacitor that was 1000 feet away from 
the bridge. The lead.s should be shielded 
to avoid pickup, and a guard would be 
necessary to avoid a capacitance error 
unless a very low-eapacitance cable 
were u.sed. Likewise, if an accurate IJ 
value is desireil, a four-terminal meas¬ 
urement should be made, because the 
lead resistance will probably be several 
ohms. Actually, we haven’t tried this, 
but the Type 1017 ought to do it. If 
anyone tries it, we’d like to hear about 
it, particularly if it works. 

While this example may not be a 
common problem, there is a very im¬ 
portant problem in extremely high pre¬ 
cision capacitance measurements where 
even five-terminals are not enough, and 
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the use of eight terminals has been 
proposed 

Perhaps all this stress on extra 
terminals has left the impression that 
capacitance measurements have some¬ 
how become much more difficult than 
they used to be. (Whatever happened 
to those simple two-terminal bridges 
GR used to make?) Certainly nothing 
has changed over the middle range of 
capacitance values, and only two termi¬ 
nals are required, as always. The Type 
1617 is just as easy to use for capacitors 
of these values, particularly if one uses 
the two-lead, shielded cable Imrness, 
which connects the proper terminals 
together at the bridge. Also supplied 
is a four-lead harness for the measurc- 

*R. D. Cutkoaky, ** Four-Tfrtnin»J Pair Natworka m 

PreoUioo Staiifiar^." I BBS Tran$artioHM o% Communica- 
tiont amd El^dronift, f70. January, 1064. p 10. 
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ment of those larger capacitors, for 
w’hich other bridges are not satisfac¬ 
tory. 

— Henry P. 1I.\ll 



SPECIFICATIONS 


Qwtnlily 

Fftqutnty 

Range 

Accuracy • 

Copocitonca 

120 Hz internal 

0 to 0.11 F 

±. 1 % ±. 1 pF, smallest division 
2 pF; resident (‘‘zero”) capaci¬ 
tance approximately 4 pF 



O.II Fto 1.1 F 

± 2 % 


40 Hz to 120 Hz external 
(useful down to 20 Hz 
with reduced accuracy) 

0 to 1.1 F 

Same as above with suitable 
generator 


120 Itz to 1 kHz 
external 


db 1% d: 1 pF with suitable 
generator and precautions 

DissipoRon Foctor 

120 Hz internal or 40 Hz 
to 120 Hz 

Otoiof^ 

± 0.001 ± 0.01 C ±2% 


120 Hz to 1 kHz 

Oto 10 

[± 0.001 ± 0.01 c] ^ ± 2% 


* C b •«pr«u«d Im forods. 


L«ad>flMi8tanc« Error (4>forminai connoction): 
Additional capacitance error of leas than 1' o 
and D error of 0.01 for a resistance of IR in 
each lead on all but the highest range, or O.lR 
on the highest range. 

Inftmol Tost Signol: 120 Hz (synchronized to 
line) for 60-Hz model: 100 Hz for 50-Hz model. 
Selectable amplitude leas than 0.2 V, 0.5 V, or 
2 V. Phase reversible. 


Extsrnol Tati Signal: 20 Hz to 1 kHz with limited 
ninge (8c*e above). 

Infamol DC Bios Voltoga and Velfmater: 0 to 600 
V in 6 ranges. 

Voltmatar Accuracy: d: 3% of full scale. 

Inlarnol DC Bios Currant: Approximately 15 inA 

maximum. 

Ammaiar Ronga: 0 to 20 mA in 6 ranges. Can 
detect leakage. 
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SPECIFICATIONS (Cant'd) 


Ammvfer Accuracy: ±3% of full Scale. 

External Biot: S()() V maximum, 
fewer Required: 105 V to 125 V or 210 V to 
250 V, 00 11 18 \V maximum. .Models available 

for 50*Hz operation. 

Accettoriet Supplied: Four-lead and shielded 
two-lead cable assemblies. 

Accettoriet Required: None for 120-11 s meas¬ 
urements. The Ttpk 1311-A Oscillator is 
recommended for measurement at spot fre- 
c^uencies. the Type 1310-A Oscillator for con¬ 
tinuous frequency coverage. 


Cabinet: Flip-Tilt; relay-rack model also is 
available. 

Dimentiont: Portable model — width 105^, 
height 15, depth 0 inches (415, 385, 230 mm); 
rack models width 19, height 14, depth b^ 
hind panel 6H inches (485, 355, 100 mm), 
over-all. 

Net Welaht: Portable model, 20 lb (12 kg); 
rack rntMlel, 28 lb (13 kg). 

Shipping Weight: Portable mridel, 34 lb (15.5 
kg); rack nKxlel, 43 lb (20 kg). 


Catalog 

Number 

Description 

Price 
in USA 

1617-9701 

Type 1617 Copocltonce Bridge, Portable Model (115 V, 60 Hz) 

$1195.00 

1617-9286 

Type 1617 Copocltonce Bridge, Portable Model (230 V, 60 Hz) 

1195.00 

1617-9206 

Type 1617 Copocltonce Bridge, Portable Model (115 V, 50 Hz) 

on request 

1617-9266 

Type 1617 Capacitance Bridge, Portable Model (230 V, 50 Hz) 

on request 

1617-9820 

Type 1617 Copocltonce Bridge, Rock Model (115 V, 60 Hz) 

1195.00 

1617-9296 

Type 1617 Copocltonce Bridge, Rock Model (230 V, 60 Hz) 

1195.00 

1617-9216 

1617-9276 

Type 1617 Copocltonce Bridge, Rock Model (115 V, 50 Hz) 
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